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Preface

HlFU high intensity focused ultrasound has swept the world, is a new generation of��non-

invasive, technology development, and HiFU in fact also experienced a breakthrough��and a 

splendid history.

Have biological effects from the 1927 WoodRW report with thermal, ultrasonic����

proinflammatory role, in 1942 LynnJG proposed the possibility of tumor treatment, through a��

study and experiment of 50 years of above, the success of 1991 from experimenta��liver��

cancer treatment since 1997, is widely used in various clinical tumor therapy: such as the��

uterus tumor, brain tumor, thyroid, breast, prostate, small eye tumor. Until now the world��has 

more than 1000 medical institutions to expand HlFU treatment.

In 1997, the ultrasonic scalpel will lead to complete the first in the world to face lifting by��

using high intensity focused ultrasound technology.

HIFU technology has been adopted by USA FDA certification, and obtained the Korea��

KFDA certification, And in 2009 June passed the CE certification.

A 2003 South Korea developed the world's first role in SMAS layer of HlFU high intensity��

focused ultrasound knife, knife to ultrasonic non-invasive painless anti-aging technology to��

eplace operation to pull the skin effect.

An ultrasonic knife to realize the ultrasonic applications range from "the clinical 

diagnosis��and treatment" to "cure" cosmetic surgery breakthrough, and will��become a 

reality in our��eration from fascial sling operation.



�ÉHigh-energy focused ultrasound knife user manual�Ê

First,overview
Human skin is aging with time, except skin aging, fascia, ligament relaxation caused by 

muscle sag which is the deeper reason: SMAS relaxation problem. it is covered in leather 

deep tissue, a layer of connective tissue film connecting fatty subcutaneous tissue and 

shallow muscle. And the skin (epidermis, dermis), subcutaneous tissue (fat) closely 

connected into integration to form the facial contour, the overall support for the skin muscle 

and bone. Along with the age growth, the number of collagen SMAS layer gradually reduce, 

make facial muscle relaxation, wrinkles deepen, even under long eyebrow, signs of aging 

began.

Second, the principle
South Korea's HiFU (High-Intensity Focused Ultrasound) is a non-invasive ultrasounid��

directly on the SMAS layer, High intensity focused ultrasound technology is an ultrasounic����
surgical technology rising in 40's of last century, the ultrasonic energy source, using��its��
penetrating and focusing ultrasonic issued to human SMAS yers, forming a sound intensity��
higher region����the focal region within SMAS, but thorough subcutaneous��3.0mm-4.5mm 

make the SMAS organization in the 0.5 -second temperature up to 65�� ��(all non intrusive 

firming the strongest temperature instrument) resulting in the SMAS��organization of collagen 

recombination without damage to normal tissue outside the focal region, so as to enhance 

the effect of fascia.

Ultrasonic technology refers to a radio frequency is higher than 20000HZ sound people��
cannot hear. 20000 -10 billion times per second vibration, is generally produced by��
mechanical vibration.

What is SMAS?

Lift operation at present by plastic surgeons do operation layer, the SMAS layer,��which��is��
��superficial�� ��musculoaponeurotic�� ��systern��referred to��as the fascia����fascia)SMAS����layer��
one��the��skin��depth��is��about��4��5mm��subcutaneous��fat and muscle.

��



Third, function

Mainly used for overall skin sagging, wrinkles too much skin aging, tough, reshape the��face 

curve, effectively improve the eye region and neck tissue relaxation, ptosis.

1,facial rejuvenation wrinkle: deep wrinkles, folds, forehead lines, nasolabial lift, lip��wrinkles, 

forehead wrinkles, skin, firming neck to eliminate double chin, narrow face;

2,eye wrinkles: the eye lines, eye wrinkles, bags under the eyes, eye week skin tightening��

3,systemic anti-aging: back tightening repair type, chest, waist, hips, adjustment of��shaping, 

shaping, shaping the leg remove butterfly sleeve, repair mild striate of pregnancy��
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Fourth,technological advantages
Safe and without wound: invasive stimulation of deep collagen 

and elastic fiber hyperplasia.

The deepest depth to the deep fascia layer SMAS

High precision focusing ultrasonic positioning, precise��
operation does not hurt the surrounding tissue.

An operation without repeated operation, can achieve good 

effect.No recovery after the operation can be beautiful

ap�Searance,��comp letely does not affect the work and life��

The cur�Uent Lahti is the only "Lifting" (Lahti) adaptation firming 

system.

A long lasting effect can be maintained for more than 3 

years.The comfort and energy on the dermal layer, without moving, no wound.

Fifth,��the matters needing attention
1����ultrasonic knife operation after a temporary slight swel�Oing phenomenon is very normal��
Note 1 week don't go hot sauna, yoga and other high-temperature environment after the��
operation,��and is not recommended for exposure.

2��before the operation to maintain the skin, hair part clean, use the day cannot��make-up, the 

current traces of make-up to clean.

Please does not use hot water wash your face 

3, three days (not more than the temperature of the water can be), note that replenishment, 

suggest a week at least apply mask 3 times.

4, a week does not eat soy sauce pigment heavy things, alcohol, spicy food.
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Sixth, suitable for
1��implanted cardiac pacemaker or other similar electronic apparatus��
2��Pregnant women.

3��Over the past 9 months taking oral isotretinoin therapy were (Accutane / Roaccutane�� 
Oratane).

4��Internal filler, if the face with gold implantation, it is not recommended to do��

5��Serious heart disease, diabetes, hyperthyroidism patients.

6��Operation wound not healed.

7��Patients with advanced cancer��

8��The effect of unrealistic fantasies��

Seventh,Using Steps
1. Clean the skin.

2.Plug the power supply of the apparatus, turn on the power switch, namely long press the 

TIMER key panel, at this moment all the indicator lights on the operation panel are lightened.

3. Adjust the operating time, and set the operating time according to one’s own requirement 

and the operation region. Operating time includes 3 gears, and they are 45 minutes,30 

minutes and 15 minutes from high gear to low gear. The gear can be adjusted by pressing the 

TlMER key, For instance, to operate single region (eye stripes, edict wrinkle for 15 minutes, 

half of the face for 30 minutes, the whole face for 45 minutes.

4.Turn on the RF energy switch, namely press the R.F S/P key, the panel keys from left to right 

in sequence are key R.F, to turn down the energy, key R.F, to turn up the energy. Remember to 

adjust the energy according to the unit one can bear.

5.Turn on the LED light on the panel, namely press the LED key.

6��Turn on the energy switch of the u�Otrasound, namely press the HIFU S/P key on the far right 

of the panel, the key from the right for the second is the HlFU ultrasound to adjust the��

energy,Remember to adjust the energy according to the unit one can bear��
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Eighth, the control panel

Operating time indication [minute]

The indicating light lighttens every
0.5 second when the operating head is detached

The indicating light glitters briefly at stand-by time

HIFU��start and stop indication

R.F start and stop indication

HlFU��gear indication
LED��start and stop indication

R.F��strength indication

Operating time set R.F start and atop

R.F strength reduces

R.F��strength increases

LED start and stop

HIFU gear set HIFU start and stop

��Slightly touch this key to start in the stand-by state

Long press this key to stand by in power-on state

Key control mode: to press the middle key on the hand grip to output, to release the middle��

Key on the hand grip to stop output

��



Host
Indicating light of
handle grip switch

Output key

Radiating wind hole

Handle

R.F acting face

HlFU acting face
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Ninth, fault handling

The fault type
The fault reasons 

of��judgment

Trouble��shooting

method

After the power is

switched on the

hostWithout any

indication��
operation As the

key has no reaction

1.operating head has��been

 ��removed Bad contact

2.operating head

3.the machine internal

��circuit fault

Check the power

strip.Considered

the power or try

moreChange of

power line

A flashing

indicator work

time�>a�@per second

The host can not detect the

operating head A flashing

indicator

1.operating head has��
����been removed

2.Bad contact operating head

3.operating head fuck bad

repeatedly removed

and inserted the

operating head or

replace the

operating head

Other fault please contact your local dealer repair or replacement

Note instrument belongs to precision electronic products, prohibit the use of this 

instrument in a humid environment: such as bath, shower room, wet places; if the 

water, please immediately stop using and depot repair!
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Tenth, equipment maintenance

A. gently, does not put the instrument placed in direct sunlight

B. regularly with a dry towel clean surface, machine parts surface dust and dirt

C. before and after each use will probe cleaning and disinfection (wipe the surface with a75% 

medical alcohol, prohibit the use of alcohol)

D��to prevent cross infection, each operation probe for personal use!

Eleventh,The technical parameters

The technical parameters

HIFU RF LED

Power:5J/cm2 Power: 4J/cm2 Wavelength:650nm

Function area:4cm2 Function area:3cm2 Strength:5000mcd

Frequency:3MHZ Frequency:2MHZ

Effect of depth:4.5mm Effect of depth: 3mm

Power supply:AC90V~240V50HZ/60HZ

Rated power:36W

Energy output mode: keying
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Twelfth, packing list

Name

Host

Number

Power line

Certificate

Warranty card

Specification

1

1

1

1

1

Thirteenth, the warranty card

Maintenance record table

Product Name:

Dealer Name:

Customer Name��

Repair date:

Date of purchase:

Address:

Telephone:

The fault reason:

The warranty
expiration date.

Repair content:
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Fourteenth, analysis of the asymptotic type operation effec
immediately: a latte + skin improvement (tight feeling obvious)

The first month: a latte + skin improvement (tight feeling more obvious+ skin smoothing)

Third months: eye and skin significantly improved (face tight + eye week skin lifting +obvious 

profile)

Fifteenth,comparative advantage, similar products
1����HiFU high intensity focused ultrasound effect more precise:

Ultrasonic knife strong penetration, can pinpoint the role SMAS layering the dermis and 

4.5mm;in the use of temperature, ultrasonic scalpel can accurately focus on SMAS layer in  

the dermis;and deeper, the effect is more ideal.

2,HlFU high intensity focused ultrasound using safer

3, HlFU high intensity focused ultrasound noninvasive and more comfortable, ultrasound 

effects on the skin without stimulation, pain slightly.

Sixteen, before and after use

Before After Before After Before After

Before After Before After Before After

Before After Before After Before After
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The International Model:
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